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Overview
You will be using the NIOSH BViewer software to complete your exam. There is an instructional video on the Windows desktop or you may ask the test administrator for assistance.
The BViewer has 5 open windows.
Control Panel – Used for setup, selecting subject images, and entering x-ray interpretations. The control panel features are grouped by tabs.
Select Standard Image – Choose which ILO standard to view.
Interpretation Report – An overall display of the interpretation that resembles the hardcopy.
Subject Study Image – Displays the subject image on a medical monitor.
ILO Standard Image – Displays the standard image on a medical monitor.
Pre-Test Instructions
1. Start the BViewer by double clicking on the desktop icon.
2. Login with the user name B# and no password. Replace the # with the number of the cubicle.
3. Click OK for the 2 dialog boxes and fill in the Last Name and Initials on the Setup BViewer tab.
Reading Images and Interpretations
1. Select the subject image from the Subject List on the BViewer control panel. 
2. Enter Interpretation – Select the Enter Interpretation tab from the BViewer control panel and fill in the classification information. Make sure you fill in the 4 sections completely (Image Quality, Parenchymal Abnormalities, Pleural Abnormalities, Other Abnormalities).
3. Produce Report – Click on the Produce Report button on the Enter Interpretation tab.
4. Show Report – Click on the Show Report button to preview the report (optional).
5. Approve Report – Click on the Approve Report to save and move back to the Select Subject Study tab to select the next image. Each saved report will show up in the Currently Saved Reports list on the Produce Report tab. You may save the report again if you make changes (we will use the last version approved).
6. Repeat steps 1 through 5 for each subject image. Each one will show a check mark next to the subject name after you have approved the report.
Adjusting Images
· Image Tools – Select from the buttons at the top of the chest image.
· Image Moving – Click and hold the LEFT mouse button, then move the mouse to move the image. 
· Image Resizing – Click once on the image to select it, then scroll the wheel on the mouse to resize the image.
· Window/Level (Brightness/Contrast) – Click and hold the RIGHT mouse button, then move the mouse horizontally and vertically to adjust the window and level. You may also type in specific values at the top of the image.
* The ILO Standards only allow moving and resizing.
